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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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AMENDMENT NO. 2 SEPTEMBER 1994 

TO 

rs 10111: 1982 SPECIFICATION FOR TABLE FORK 

TERMINAL DEVICE FOR ARTIFICIAL LIMBS 

(Page 1, clause 3 2) z= Subbtitulc the tollowing tor the cxiiling elaubc 

'3 2 It east, mjtcnal used shall be of non-corrosivc grade of stainless steel ' 

(Piige 2, clause 4 1) — Substitute the word 'three' for 'two' 



(MHD 10) 



Rtpnigrjpliy Uiiil, HIS. New [Iclhl, Indlj 



AMENDMENT NO. 1 JANUARY 1993 

TO 

(S 101 11: 1982 SPECIFICATION FOR TABLE FORK 

TERMINAL DEVICE FOR ARTIFICIAL LIMBS 

(Pagel Fig. I) 

J) (Length of stem) Substitute '75 to 80' for '75' 

b) (Diameter of stem ) — Substilutc 'S' for 7.5'. 

c) (Length of thread) — SubMitxilc ' 1 5 to lO'for '17' 

( Page 1 , clause 2.2 ) — Substitute the following for the existing clause 

'2 2 The end configuration mc and angle may differ from Fig I, if agreed to 
between the purchaser and the supplier The variation ol the angle shall be 45 to 
90°, However, Ihe stem dimension and screw dimensions to fit the adaptor shall 
not vary ' 

( I'age I, clause 3.2 ) — hisert the following new clause after 1 2 

'3 3 The adoplion/slem may be of mild steel ' 
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Indian Standard 

SPECIFICATION FOR 

TABLE FORK TERMINAL DEVICE FOR 

ARTIFICIAL LIMBS 



1. Scope — Specifies requirements for table fork terminal device used by amputees of upper limbs. 

2. Shape and Dimensions 

2.1 The general shape and dimensions of the device shall be as given in Fig. 1. 




All dimensions in millimetres. 
FIG. 1 TABLE FORK TERMINAL DEVICE FOR ARTIFICIAL LIMBS (RIGHT OR LEFT) 

2.2 The end configuration, sire and angle may differ from Fig. 1 if agreed to between the purchaser 
and the supplier. However, the stem dimension and screw terminations to fit the adaptor shall 
not vary. 

2.3 A deviation of ± 2'5 percent shall be permitted on all dimensions where otherwise not 
specified. 

2.4 The mass of the instrument shall not exceed 60 g. 

3. Materials 

3.1 Stainless steel conforming to Grade 04Cr18Ni10 or 07Cr18NI9 of IS : 6603-1972 'Specification 
for stainless steel bars and flats'. 

3.2 If cast, material used shall conform to Grade 1 or 2 of 18:3444-1978 'Specification for 
corrosion resistant alloy steel and nicl<el based castings for general applications ( fust revision )'. 
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4. Workmanship and Finish 

4.1 The device may be fabricated In single piece or as composite construction In two pieces. 

4.2 When made by composite construction, welding or brazing shall be done using compatible 
stainless steel electrodes/rods. 

4.3 All welded/brazed joints shall be dressed smooth, 

4.4 All surfaces shall be finished smooth and free from sharp edges, nlcl<8 and projections. If cast, 
the castings shall be free from casting flaws. 

4(5 It shall be buffed and polished bright. 

5. Marking — The device shall be marked with the manufacturer's name, Initials or recognised trade- 
mark. It shall also be marked with the words ' Right ' or ' Left '. 

5.1 ISI Certification Marking ~ OotaWs available with the Indian Standards Institution. 

6. Packing — The device shall be wrapped in polyethylene bags and packed in card board cartons 
or as agreed to between the purchaser and the supplier. 
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